11/06/2025

Dear Valued Patient or Caregiver,  
We wanted to inform you that McKesson Medical-Surgical Inc. (MMS) has notified PHS of an Urgent Medical Device Product Removal for specific lot(s) of BD Luer Tip Caps. The recall is due to certain BD Luer Tip Cap trays which failed routine testing. 
As stated in the Product Notice: “BD Medication Delivery Solutions has notified McKesson Medical-Surgical Inc. (MMS) of an Urgent Medical Device Product Removal regarding specific lot(s) of their Luer Tip Caps. This notice has been issued because BD has confirmed through internal testing that certain BD Luer Tip Cap trays failed routine biocompatibility testing.” There have been no reports of adverse effects or patient harm because of the removal.  
A review of our records indicates that you may have received products included in this recall. Identifying item information for this recall is listed below: 
	MMS # 
	MFG Catalog # 
	Description 
	Affected Lot(s) 
	Exp. Date 

	362562 
	308341 
	CAP, SYR DISP STR (10/PK) 
	5029670 
5034211
 5041975 
	12/31/2029 01/31/2030 01/31/2030 


 
Please follow these steps if you have affected product(s): 
1. Immediately stop using and discard any product matching the affected items above. 
2. If you have affected product, please contact PHS for a replacement.  

Your safety is important to us. Thank you for your attention to this matter.  
 
Sincerely,  
Samatha Hoy 
National Product Safety Manager 
